Animal testing of endoscopic hemostasis with lasers and other devices.
A variety of animal models for testing endoscopic control of gastrointestinal hemorrhage are reviewed. Advantages and disadvantages of each are discussed. New types of mechanical devices for controllable injury are presented, and the efficacy of laser photocoagulators and other recently developed electronic devices on these new lesions is compared.